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A Precision Wave Guide Attenuator Which 
Obeys a Mathematical Law 



See Also: 

"A New Phose 

Shifter," p. 3 



FOR about a year and a half -hp- has been 
manufacturing a new type of direct-reading 
precision wave guide attenuator known as a 
rotary attenuator*, This device is distinguished 
by the fact that its attenuation follows a predict- 
able, mathematical law not re- 
lated to frequency. Other than 
the cutoff attenuator which has 
several disadvantages in wave 
guide use, this rotary 1 attenuator is generally con- 
sidered to be the most accurate attenuator avail- 
able for wide band microwave applications. 

The attenuator has a calibrated range of to 
50 db which is accurate within 2% of the db read- 
ing at any frequency in a wave guide band.This 
accuracy is obtained directly from the calibrated 
dial; no calibration charts are required. The 
VSWR of the attenuator is less than L, 1 5 and the 
insertion loss is less than 1 db. 

Until recently, the rotary attenuator has been 
produced only in 8. 2-12 A kmc size wave guide. 
It is now being produced in five wave guide sizes 




Fig. i. -bp- Model \H2A Variable Attenuator has hem de- 

sigmsd in pV0 nave guide sins which col lee tit ely cover 1.95 to 

IH kmc range. Lnih are catihrated to 50 db but can usually 

be ined to 70 db* 



which collectively cover the range from 3-95 
to 18 kmc. 

Basically, the attenuator consists of three sec- 
tions of wave guide in tandem, In each section a 
resistive film is placed across the guide as shown 
in Fig. 2. The middle section is a short length of 
round guide which is free to rotate axially with 
respect to the two fixed end sections. The end 
sections are rectangular- to- round wave guide 
transitions in which the resistive films are nor- 
mal to the E field of the applied wave, The con- 
struction is symmetrical and the device is bi- 
directional. 

When all films are aligned, the E field of the 
applied wave is normal to all films. No current 
then flows in the films, and no attenuation oc- 
curs. If the center film is now rotated to some 
angle 9, the E field can be considered to be split 
into two components: E sin 9 in the plane of the 
film, and E cos 9 at right angles to it. The E sin 9 
component will be absorbed by the film, while 
the E cos 9 component, oriented at an angle 9 
with respect to the original wave, will be passed 
unattenuated to the third section, When it en- 
counters the third film, the E cos 9 component 
will be split into two components. The E cos 9 
sin 9 component will be absorbed, and the E cos' 
9 component will emerge at the same orienta- 
tion as the original wave. 

The attenuation is thus ideally proportional 
only to the angle to which the center film is 
rotated and is completely independent of fre- 
quency. In db terms the attenuation is equal to 
40 log cos 9. 

*An attenuator of this type is described by G. C. Suuthworih, *' Principles 
and Application* of Waveguide Transmisy ion/' p. V7-1, D, Van Nosirand, 
New York. Inventor of the attenuator is understood to be the late 
A, E. Bo wen ♦ 
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F\p. 2. functional tit awing indicating operating principle of 
M od el J S 2 A Variable A Hen uato r, 



Performance of a typical attenu- 
ator in the 8,2-12,4 kmc range is 
shown in Figs, 3 to 6. Performance 

of the a teeny a tors in other frequency 
ranges is comparable. The insertion 
loss shown in Fig. i is the loss en- 
countered with the attenuator set 
for zero at cen nation. Rated value for 
this loss is J db maximum. 

Phase shift variations in the atten- 
uator are very small. For settings be* 
tween and 40 db variations in 
phase shift are less than one degree. 
This small value makes the attenu- 
ators valuable in applications where 
it is important that applied power 
be varied independently of phase. 
Such requirements occur, for exam- 
ple, in measurements on multi -ele- 
ment antennas where the drive to 
the various elements must be varied 
to obtain the desired antenna pat- 
tern. By inserting rotary attenuators 
in series with the appropriate ele- 
ments, the excitation can be varied 
over wide ranges. 

Since the attenuation is virtually 
unaffected by frequency, these at- 
tenuators, besides being valuable in 
general-purpose applications, offer a 
solution to the problem of providing 
signal generators with precision at- 
tenuators at frequencies where cut- 
off attenuators have excessive slope. 
By combining two of the attenuators 
in series, precision attenuations of 
up to 100 db can be obtained. One 
or two of the attenuators can also 
be used with klystron signal sources 
to form bench type signal generators 
suitable for many purposes. 



Maximum attenuation of the at- 
tenuator exceeds the 50 db calibrated 
range by at [east 20 dh, but the char- 
acteristics in this range are not con- 
trolled. Theoretically, the attenu- 
ator is capable of very high attenu- 
ations. In practice this property is 
modified by the fact that the resistive 
film in the middle section can not 
completely absorb the E sin com- 
ponent. Hence, a small leakage com- 
ponent is passed to the output. For 
high attenuations above 50 db. the 
leakage component begins to ap- 
proach the magnitude of the desired 
output of the attenuator. Ultimate 
attenuation of the device thus be- 
comes limited by the attenuation of 
the center rotating film which is 70 
db or more. Fig, 6 shows that at 90 
rotation the attenuation for any fre- 
quency in the rated range is approxi- 
mately this value. 

It is interesting to note that the 
accuracy of the attenuator does not 
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Fig. 3. Plot of typical maximum error en- 
countered at any rated frequency at t ari- 
ous attenuation nettings. 
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Fig. 4. Plot of typical insertion loss ob- 
tained with 8.2*12.4 kmc attenuator set 
for zero attenuation* 




Plot of typical VSWB, of 8.2*12.4 
kmc attenuator* 
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Fig. f>. Plot of typical attenuation char- 
acteristic of rotary attenuator* 

depend on the stability of the resis- 
tive films: as long as their attenua- 
tion is high and remains high, per- 
for ma nee is not affected. Accurate 
centering of the films in the guides 
is obtained by clamping them be- 
tween machined halves of the guide. 

-B. P. Hand 





SPECIFICATIONS 








-IN- 






MODEL 3S2A 


VARIABLE 


ATTENUATOR 




MODEit 


G3B2A 


J382A 


H382A X382A 


P382A 


FREQUENCY RANGE (KMC . 


3 95-5.85 


5.3- 8.2 


7.0O0.0 8.2-12.4 


12.4-JI.0 


WAVEGUIDE SHE: 


2"k1" 


\W* * 3 4 


UA"*W V'xW 


0.702" x 0391 


POWER HANDLING CAPAOTY, 










WATTS AVEAAGf , CONTIN- 










UOUS DUTY 


15 


10 


10 10 


5 


SIZE, LENGTH: 


3W 


35" 


19V 151 s" 


12Vb" 


HEIGHT: 


w 


r* 


3 73* 


7^4" 


DEPTH, 


7,3 16" 


614" 


6V4" 41/2" 


dW 


WEIGHT, NET. 


25 


12 


10 5 


5 


SHIPPING. 


75 


32 


30 1° 


18 


PRtCE: 


$450.00 


S 300.00 


S3 00. 00 S250.00 


S250.0G 


CALIBRATED RANGE - 50 db 










ACCURACY: -2% of ih* reod 


ng in db. or 0.1 db,, wb 


c Never Is 9 rearer. Includes 


calibration error 


plus frequency error. 










ATTENUATION AT ZERO SETTING: Less than 1 db. Calibration data available on 


request. 


PHASE SHiFT; Variation less than 1 for a 


SI attenuation settings to 40 db. 




VSWR: Less than 1.15 entire range of attenuation and * 


reauencv 






Prices f.o. 


h. Palo Alfo r 


California 






Data tub feet 


to change w 


thaut notice. 
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A New Precision Wave Guide Phase Shifter 



IN MANY microwave measure- 
ments, especially those that in- 
volve detection of nulls such as in an- 
tenna phase contour measurements, 
a precision phase shifter is a valuable 
device. For such applications a new 
wave guide phase shifter which is 
direct -reading in phase shift to a 
high accuracy' has been developed. 
This device operates over the com- 
plete 8.2-12.4 kilomegacyde range 
and will either advance or retard the 
phase of its output wave by any angle 
up to a full 360 \ In fact, the phase 
can be changed continuously 
through any number of cycles if the 
tuning control is rotated continu- 
ously. The phase shift occurs with 
respect to an arbitrary fixed phase 
shift similar to that occurring in an 
equal length of wave guide. The de- 
vice is accurate within 2 over the 
lower half of its frequency range and 
within 3 over the upper half. A de- 
sired phase shift is obtained to this 
accuracy merely by setting the cali- 
brated control dial. 

Figs. 2 and $ show, respectively, a 
cutaway drawing of the phase shifter 
and a functional drawing of its essen- 
tial operating parts. It consists basi- 
cally of three sections of round wave 
guide, each of which contains a plate 
of dielectric material. At the extreme 
ends of the device are rectangular- 
to- round transition sections. The 
middle round wave guide section is 
free to rotate white all other sections 
are fixed, 



T he general 
scheme of opera- 
tion of the device 1 
is that the first 
round section con- 
verts an applied 
wave to a circu- 
larly polarized 
wave rotating in a 
clockwise direc- 
tion. The middle 
section converts 
the clockwise-ro- 





tating wave to a 
counterclockwise-rotating wave and 
delays the wave in proportion to the 
angular position of the section. The 
third section restores the wave to its 
original vertical polarization, but 
the wave now has a phase shift de- 
termined by the angle of the middle 
section. 

When a dominant^mode wave is 
applied at the left, it will give at the 
input of the first round section the 
customary TB|j electric field pat- 
tern shown in Fig. 3. This wave is 
termed a linearly polarized wave be- 
cause its E vector at the center of the 
guide is always in a single plane, 
which in this case is the vertical 
plane. As this wave traverses the first 
round section, it is influenced by the 
dielectric plate which is positioned 
in the section at an angle of 45 to the 
E vector as shown in Fig. 4. If the E 
vector is considered to be composed 
of two components located at n to 
it as shown* this plate is designed to 
delay the compo- 
nent in the plane 
of the plate by 
an angle of 90 
more than the 
component nor- 
mal to the plate. 
At the output of 
the section, then, 
the undelayed 
component will 
lead the delayed 



Fig. 2, Phantom view of -hp- Model X885A Phase Shifter 
showing relation of fixed VO differential sections, the ISO 
rot a table section , and fixed end films which absorb horizon- 
tally-polarized output component. 



component by SJU so that the result* 
ant of these two components will be 
a circularly polarized wave rotating 
in a clockwise direction. This can be 
determined by forming the resultant 
of the two components in Fig, 4 as 
they progress toward the right. 

When the circularly-polarized 
wave produced by the 90 section 
traverses the middle round section, 
it is influenced by a plate which is 
twice as long as the plates in the 
first and third sections. This plate 
will thus delay any component in its 
plane by 1H0 more than a compo- 
nent normal to the plate. This has 
the incidental effect of converting a 
c 1 oc k w ise- ro ta t i n g wa ve i n to a co u n - 
terclock wise- rotating wave. But it 
can also be shown that when the 
180 plate is rotated through any 
given physical angle the time-phase 
of the resultant output from the sec- 
tion changes by twice that angle. 
Thus, for a full 360 rotation of the 
1 80 p I a te the app 1 i ed wa ve w i 1 J be 
changed by 720 , 

The dial is provided with a 2:1 



Fig. 1, New -hp- Model XSH^A Wave Guide Phase Shifter is 
direct-reading in phase shift from to + or — 160 , operates 

oterH.2-12.4 kmc range ©Copr. 1949-1998 HewlefrP&skaiW Co. 



A. (jardritT Fox. "An 
AJiusuHl 1 W .i^ ■. 'tfUJi.lv 
Phjsc ChdmjerV Pro* 
lli dings of the I.R.E., 
VtiL 35, No. 12. Dc- 
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Fig. J; functional drawing of phase 

shifter illustrating polarization of electric 

field as it trat erses various sections. 




90° DIFFERENTIAL 
PHASE SECTION 



Fig, 4. Schematic drawing illustrating 
ho it 90 dielectric plate delays one com* 
pone nt of electric field. Resultant of a 
and h at output of section h circularly 
polarized in clockwise direction, 

gear ratio between it and the 180" 
section, With this arrangement one 
degree of rotation of the dial corre- 
sponds to one degree of phase shift. 
The dial is provided with two scales, 
one of which reads counterclockwise 
from to +360 electrical degrees 
while the other reads clockwise from 
to —360 electrical degrees. If the 
dial is continuously rotated in one 
direction or the other, however, the 
wave will be continuously advanced 
or retarded, as the case may be. 

The third round section of the 
phase shifter is identical to the first 
and has the proper ty of converting a 
counterclockwise-rotating wave to a 
linearly-polarized wave. The third 
section thus restores the original 
polarization of the wave, which is 
then passed through the final transi- 
tion section to the output. 

Theoretical Jy, the plates will pro- 
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Typical phase error obtained as function 
of dial setting at 1 2A kmc. 
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FREM1D m KlLOKanCTClES PES SEKAD 
(b) 
.// maximum phase error obtained 
over rated frequency range. Plotted \ al- 
met are maximum peak-to-peak values of 
a series of curves like that in <a> - 

Fig. 5. Error curves for typical phase 
shifter. 



duce their nominal differential phase 
shifts at only one frequency* To 
make this phase shift more nearly 
constant at all frequencies within 
the usual 8.2-12,4 kmc operating 
range of I " x ■ i " wave guide, the sec- 
tions are compensated with recesses 
and grooves. In this way the differ- 
ential phase shift is made as constant 
as possible, although the sections hy 
themselves will still exhibit an error 
of some ±5 over the hand* It has 
been shown 2 , however, that lack of 
an exact 90 r or 180" phase shift in 
the differential sections produces 
only second order phase errors at the 
output of the device. It is therefore 
possible for the calibration of the 
phase shifter as a whole to exhibit 
only a fraction of the error occurring 
in the differential phase shift of an 
individual section* While imperfec- 
tions in the differential phase shifts 
of the sections give rise to horizon* 
tall\ -polarized components which 
could otherwise cause significant 
phase errors, these are attenuated by 
horizontal resistive films (Fig. 2) lo- 
cated in the transition sections. The 
emerging error components are thus 
second-order components. 

Fig. 5 shows performance typical 
of one of the phase shifters with re- 
spect to accuracy* The error is plotted 
in Fig. 5 (a) with regard to the sense 
in which it occurs, i.e., as 4- or — 
increments from the setting of the 
dial. It should be noted* however, 
that the error obtained in use is the 
difference between errors for the ap- 
propriate points on the error curve. 
Thus, the maximum error for the 
case illustrated in Fig* 5 (a) would be 
obtained when the dial was moved 
from a setting of 200 to a setting of 
330 and won Id be 1 .9 in this case. 
This is the quantity termed maxi- 
mum error in the specifications. It 
should be further noted that the er- 
ror for small changes in the settings 

* Alan J. Simmirms, "Errors in J Microwave Horary 
Phase Shifter," 0>r res pendente to the " Proceed- 
ings of the IJLE, M , VoL 40, No. 7, JuJy, 1932. 
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Ftg, 6, Plots of insertion loss typical of 
phase shifter. 
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Fig. 7. Plot of typical maximum \ SU R 
as a function of frequency. 



of the phase shifter is also small. 
This gives rise to a rating of less 
than UY'i error for changes in set- 
ting of less than 20 \ For conven- 
ience in using the device* the dial is 
provided with a lock and friction 
clutch so that the dial can be zeroed 
at any desired position. 

Typical insertion loss and VSWR 
characteristics of the new phase shif- 
ter are shown in Figs. 6 and 7. 

Designs have also been established 
for 5*3-8*2 and 12,4-18 kmc models 
which will soon be in production. 

— E. F. Burnett 



SPECIFICATIONS 

"ftp* 

MODEL X885A WAVEGUIDE 

PHASE SHIFTER 

PHASE RANGE: -360 to -f 360 electrical de- 
grees. Can be rotated continuously ihcoufjh 
any number of cycles, 

FREQUENCY RANGE 82 kmc to 12.4 kmc. 

OML; Direct -reading, 2 dmiions per degree. 

ACCURACY: Far any phase difference; 2' from 
8,2 to ?0 kmc; 2 from 10 to 12.4 kmc; 
1 0°o for phase difference* less thon 20* < 

OUTPUT LEVEL Varies less than 0.35 rib iuU 
phase range ai a single frequency. 

MAXIMUM INSERTION LOSS: Less than 1 db 
from 6\2 to 10 kmc; less them 2 rib from 
TO ro 12.4 kmc. 

VARIATION Of INSERTION LOSS WITH PHASE 
SETTING AT A FIXED FREQUENCY? Less than 
0.3 rib from 9.2 to 10 Uc; less than 0.4 
db from 10 to 12.4 kmc. 

VARIATION OF INSERTION LOSS WITH 

FREQUENCY. About 1 db from 8,2 to 12.4 

kmc. 

VSWff,' 1.35 maximum, full frequency range. 

POWER HANDLING CAPACITY; Approximately 
2 wafts. 

SHE IfVft* 1 long, 7W high, 4Vj" deep. 
WEIGHT; 5 lbs: shipping weight appro* 19 lbs. 
WAVEGUIDE: 1 x W\ tot caret flanges. 
PRICE: S250.Q0 f.o.h. Palo Alro r California. 
Da*o subject to change without notice. 
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